VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130299 e

Supervisor/Operator Performing the Verification Procedure: (ki

Name Christopher M Babcock o 3867 [ 234+ d[is/yi
A . .

agency King Cove Dept. of Public Safety phone # 497-2210

Instrument Location Squad Room

Alco S/N 3A Target Value .080 High Pressure 1100
B

Alco Test Values .078 Q77
1* Ale 2 Alco
Signature
(OVER)

1, Nita J. Bolz, after being first duly sworn, depose and state as follows: ‘

(1) 1am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory. .

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) 1am the Scientific Director of the State Breath .Alcohol Program. ‘ ) -

(4) In that capacity, I am responsible for overseeing the breath alco_}?ol program, 1_nclud1ng assuring that Persofns
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for

intaini ecords of the program.

rr(lg;m'ill‘remagtt:l;\:ad veriﬁcatiorf isg; true and accurate verification of calibration that r_eflects a regu!arly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification. ) ) ‘
(6) The referenced instrument is certified for evidentiary use in the State of Alaska.

Subscribed and sworn before me this \'; day of 3"’!" f , 2010.

‘ “\\\\\\\mm[ll//” \
W (Notary Seal Stamp) $§\£KLOPQ%
Dot Nicholes Kwie KL oPHELN § g

Notary Public, State of Alaska

Commission Expires with Office

BT9 06/03 (?Z ?




VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument

State of Alaska

Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N

130299

(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC

CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST

BT9 06/03

A0 T 3032 in B77 11244
BLANK TEST Hea

AAKA DEPARTIEST o PURLIC SAFETY
DATAATER cda 130099

RPRIL 13, 2011

CPERATOR’S NRVE:
BABLOCK CHRISTOPHER M

GPERATOR’S NLBBER: 3867

i‘l.;ﬂu}EU’S LRST HRPE:

TS FIRST NAMEAI :

Ui
0.L. 82 12345
DEPT/RGERCY: KUCH
CASE/REPORT: WL
TEST TYPE: U
ALCO TARGET URLLE: 889
BLCO SH: 3

— BREATH ARALYSIS —-

38 ADJUSTED FOR 38,32 in

ALCO TRPSET B8t 11:40
LA TEST R ) 11141
INTERML STREDARG URRIFIED 11341
00T 38,32 in 478 144

BLAK TEST 468 11:42
SUBJECT SRMPLE 0 11:43
BLANK TEST R 11:44

11:45

(af a1

(TF 4/77«/ "

DIAGNOSTIC CHECK
— DIAGROSTIC CHECK —-
CORPUTER: oy
PROGRAH: oKy
SOFTERRE DATE: B2/20/81
mwm: 45
BREATH TIBE: 42
BARDRETER: .32 in
FLOY DETECTOR: KAy
Mmoo
DETECTOR: ¥Ry
| FILTERS: OKRY
| DURRTZ STRNDARD: QKAY
CALIBRATION: (Lt
PRINTER TEST

TRRERE? (3t =, AL 7496780 (= PRRR00EF R
BT BOPORSTIV A2 ahede fahi k Lano
parstuamyziiis




